Grinding noise comes from back of 2998 - WKB19390

SYMPTOMS

- Grinding noise occurs when instrument is on

ENVIRONMENT

- 2998 Photodiode Array Detector

CAUSE

Faulty fan

FIX or WORKAROUND

1. Replace fan.

ADDITIONAL INFORMATION

Contact Waters for a local service representative to replace this part.